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Repeatability and agreement of five imaging systems for measuring anterior 
segment parameters in healthy eyes
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Purpose: The purpose of this study is to assess the repeatability and agreement of five imaging devices, 
namely, the Pentacam (Oculus), Sirius (CSO), Orbscan IIz (Bausch and Lomb), Corvis (Oculus), and 
ultrasound pachymetry (UP, Tomey) in measuring steep keratometry (sKm), flat keratometry (fKm), 
central corneal thickness (CCT), thinnest corneal thickness (TCT), and anterior chamber depth (ACD) 
in healthy individuals. Design: This was prospective, comparative study. Subjects: Forty‑six healthy 
Indian patients. Materials and Methods: Forty‑six eyes of 46 healthy participants underwent three 
consecutive scans on each device by a single examiner. Within‑subject standard deviation, test–retest 
repeatability (TRT), and coefficient of variation (COV) for assessing repeatability and Bland–Altman plots 
for the agreement between the mean measurements of each machine were analyzed. Main Outcome 
Measures: The repeatability and agreement between the five devices for the measurements of sKm, fKm, 
CCT, TCT, and ACD. Results: The TRT of sKm measurements ranged between 0.23 diopter (D) (with 
Pentacam) and 0.83 D (with Orbscan). The same of fKm, TCT, ACD, and CCT measurements ranged 
between 0.28 D (with Pentacam) and 0.74 D (with Sirius), 7.78 µm (Sirius) and 19.81 µm (Orbscan), 
0.05 mm (Orbscan) and 0.07 (Sirius), and 7.36 µm (Sirius) and 18.02 µm (Orbscan), respectively. The TRT 
of sKm and fKm measurements with Pentacam was significantly lower than those with Orbscan and Sirius. 
The TRT of TCT measurement with Sirius was significantly lower than that with Pentacam (4.53 µm) 
and Orbscan (7.15 µm). There were statistically significant differences in the mean measurements of all 
parameters between the devices. The 95% limit of agreement on the Bland–Altman analysis was wide for 
the measurement pairs with all the devices. Significant proportional bias in the agreement was detected for 
TCT measurements with all the device pairs and for the ACD measurements between Sirius and Pentacam. 
Conclusions: The repeatability estimates of sKm, fKm, TCT, ACD, and CCT measurements with Pentacam, 
Orbscan, Sirius, Corvis, and UP in Indian eyes were good. However, the differences in the measurements 
between the devices were statistically significant and the same cannot be used interchangeably for anterior 
segments measurements.
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Since the advent of keratorefractive surgery, a large number 
of topographers have made their way into the market. It is 
imperative for a keratorefractive surgeon to determine an 
accurate estimation of anterior segment parameters by these 
devices as well as a sound repeatability by each machine to 
assess a patient’s cornea before refractive surgery. This is 
necessary to avoid disastrous outcomes of other uncomplicated 
procedure.[1‑4]

In clinical practice, it is not feasible to obtain direct 
measurements of characteristics such as corneal thickness 
or refractive power. Therefore, indirect measurements are 
used as surrogate measures of the same.[5] The central corneal 
thickness (CCT) is one of the most important parameters that 
needs to be assessed before planning refractive surgery and 
a variety of sophisticated instruments have been developed 
over the past years to measure it, namely, the scanning slit 

topography, Scheimpflug methods, specular microscopy, 
confocal microscopy, and anterior segment optical. However, 
ultrasound pachymetry (UP) is still considered the gold 
standard.[1] Since it is a contact pachymetry, there is a risk of 
injuring the cornea and increasing the potential for spread of 
infections.[6] Accurate measurements of these parameters are 
also importance for the cataract surgeon as they are used to 
calculate the power of the intraocular lens (IOL).

Anterior chamber depth (ACD) assessment is important for 
the screening of primary angle‑closure glaucoma and before 
surgery to avoid endothelial damage.[7] It is also essential 
for the preoperative planning of phakic IOL implantation 
as well as postoperatively for the assessment of the vault. 
Until now, there are no reports that have compared the steep 
keratometry (sKm), flat keratometry (fKm), CCT, thinnest 
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corneal thickness (TCT), and ACD using five different 
devices. The purpose of this study was to evaluate the 
agreement and repeatability of Corvis (Oculus Optikgerate 
GmbH, Germany), Orbscan (Bausch and Lomb Surgical 
Inc., San Dimas, CA), Pentacam (Oculus, Wetzlar, Germany), 
Sirius (Costruzione Strumenti Oftalmici, Italy), and UP (SP 
3000, Tomey Corporation and Noritake‑Shinmachi, Japan) for 
these measurements in healthy individuals.

Materials and Methods
This prospective, comparative study was conducted in a 
tertiary care eye hospital in India. The study was approved by 
the Institutional Review Board and carried out in accordance 
with the guidelines laid down by the Declaration of Helsinki. 
Written informed consents were obtained from all the patients 
before the commencement of the study. Forty‑six eyes of 46 
healthy participants were part of the study. Inclusion criteria 
included age more than 16 years with a refractive error up to ± 6 
diopter (D) sphere and ±2 D cylinder. The exclusion criteria 
included a history of corneal pathology, previous intraocular 
surgery, corneal endothelial decompensation, corneal scarring, 
glaucoma, and use of contact lenses within the last 1‑month 
of the study.

All  patients underwent a complete ophthalmic 
examination including visual acuity assessment, intraocular 
pressure (IOP) measurement with a noncontact tonometer, 
and anterior segment and fundus evaluation. All tests were 
conducted in a darkened room by a single experienced 
examiner (Mukesh Kumar) with three sets of measurements 
per device for each eye in a random order. Randomization was 
performed using http://www.randomization.com. The patients 
were randomized between the Orbscan, Pentacam, Sirius, and 
Corvis followed by the UP. Only measurements that received 
an “OK” quality score on the Pentacam were included in the 
analysis. The Orbscan does not provide a quality score, but 
instead automatically rejects measurements deemed to be of an 
unacceptable quality. Measurements of sKm, fKm, CCT, TCT, 
and ACD were assessed for agreement between the devices. 
For the purpose of uniformity, the ACD used in this study was 
defined as the depth from the endothelium to the anterior lens 
capsule for all devices.

Instruments
Corvis
Corvis is a noncontact tonometer equipped with an optical 
pachymetry function that measures the IOP and CCT using 
an air puff. The device increases the air pressure puffed onto 
the cornea in proportion to time and applanates the shape of 
the cornea from the normal convex surface to a concave one. 
During the air puff, the eye is illuminated by a 9 mm slit and 
a high‑speed built‑in camera records the movement of the eye 
at the rate of 4000 images/s. The camera captures a sequence of 
140 Scheimpflug images of the applanated cornea, which are 
analyzed by the system software. The device then calculates 
the time that was required to applanate the cornea.

Orbscan
The Orbscan topographer works on the principle of scanning 
slit technology. It produces multiple slit‑lamp images of the 
anterior segment using a camera moving horizontally. The 
CCT is then calculated by the difference in elevation between 

the anterior and posterior surfaces. An acoustic equivalent 
correction of 0.92 is used as the default setting to calculate the 
final corneal thickness value.

Sirius
The Sirius system combines a monochromatic 360° rotating 
Scheimpflug camera with a Placido disk‑based corneal 
topographer. A series of 25 Scheimpflug images and a Placido 
top‑view image are analyzed to produce the anterior corneal, 
posterior corneal, and anterior lens surface profiles. The ring 
edges are detected on the Placido image so that the height, slope, 
and curvature data are calculated using the arc‑step method 
with conic curves. The system can measure 35,632 points from 
the anterior cornea and 30,000 points from the posterior corneal 
surface. A pachymetric map is then reconstructed using the 
data from both corneal surfaces.

Pentacam
The Pentacam machine uses a rotating Scheimpflug camera and 
a monochromatic slit‑light source that rotate together around 
the optical axes of the eye to calculate a three‑dimensional 
model of the anterior segment. For better comparability with 
Sirius, a scan setting of 25 was chosen for the Pentacam as well. 
A total of 25 images are captured within 2 s, with each slit image 
composed of 25,000 points including 500 true elevation points. 
We used the four‑map refractive map of the Pentacam to plot 
the anterior corneal and pachymetry parameters.

Ultrasound pachymetry
The UP is a contact method used to measure the CCT. Three 
values were obtained from each point with a standard deviation 
of <2 µm while using an ultrasound velocity of 1640 m/s. The 
mean CCT value was used for comparison between different 
devices.

Statistical analysis
Statistical Package for the Social Sciences version 17.0 
(SPSS, Inc., Chicago, IL, USA) was used for the statistical 
analysis. Normality of data was confirmed using the 
Kolmogorov–Smirnov test and graphical methods. A P < 0.05 
was considered statistically significant. Repeatability 
was assessed by within‑subject standard deviation (Sw), 
test‑retest repeatability (TRT), and within‑subject coefficient of 
variance (COV = 100 × Sw/overall mean). The Sw was calculated 
as the square root of the within‑subject mean square error 
(the unbiased estimator of the component of variance due to 
random error) in a one‑way random effects model. The TRT 
was calculated as 2.77 times Sw. The COV was calculated 
according to the root mean square method.

The mean parameter measurements with different 
instruments were compared by repeated measures ANOVA in 
the case of normally distributed variables and Friedman’s test 
in the case of nonnormally distributed variables. Bland–Altman 
plots were used to assess the limit of agreement (LoA) between 
the measurements with the two devices as plotted against 
their mean. The mean difference between the measurements 
on the Bland–Altman plot is an estimate of the fixed bias in 
the measurements, which is the relationship of the difference 
in the measurements and the mean of the measurements. The 
presence of proportional bias indicates that the devices do not 
agree equally through the range of measurements. Proportional 
bias was formally evaluated by regressing the difference 
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between the measurements with two devices on the average 
of the measurements with two devices.

Results
Forty‑six eyes of 22 female and 24 male patients with a 
mean age of 24.05 ± 5.24 (range 15–37) years were analyzed. 
Demographic detail of the participants is included in Table 1. 
There were 24 right eyes and 22 left eyes, chosen according to 
a table of random numbers. Table 2 shows the Sw, TRT, and 
COV for sKm, fKm, CCT, TCT, and ACD measurements. The 
Sw and TRT of sKm and fKm measurements of Pentacam were 
statistically significantly (P < 0.001) lower than those of Sirius 
and Orbscan. The Sw and TRT of CCT measurements of Sirius 
were lower than those of Pentacam, Orbscan, Corvis, and UP. 
The Sw and TRT of TCT measurements of Sirius were lower 
than the rest of the four instruments. The Sw and TRT of ACD 
measurements of Orbscan were comparable to those of Sirius 
and Pentacam. The COV of sKm and fKm measurements 
of Pentacam were significantly lower than those of Sirius 
and Orbscan. The COV of CCT measurements of Sirius and 
Corvis were lower than those of Pentacam, Orbscan, and 
UP. The COV of TCT measurement of Sirius was the lowest, 
followed by Pentacam and then Orbscan. The COV of ACD 

measurements of Sirius and Orbscan were lower than that of 
Pentacam. Table 3 shows the mean readings obtained by the 
instruments for all the anterior segment parameters. There 
were statistically significant differences (P < 0.05) noted in the 
parameter measurements between all the devices. Differences 
in the measurements between the device pairs are shown in 
Table 4. Table 4 also shows the agreement between the ocular 
parameters determined by the five instruments, including 
the fixed and proportional bias for pair‑wise comparisons. 
Orbscan significantly overestimated (P < 0.001) sKm readings 
compared to Sirius and Pentacam, whereas it underestimated 
fKm (P < 0.001), ACD (P < 0.001), and TCT (P > 0.001) compared 
to the two. Differences between Sirius and Pentacam for all 
five ocular variables were statistically significant (P < 0.05), 
with Sirius yielding higher measurements for sKm, fKm, and 
ACD and Pentacam for TCT and CCT. Orbscan measured a 
higher CCT compared to Sirius, Pentacam, and Corvis except 
when compared to UP. Corvis measured a lower CCT when 
compared to Sirius, Pentacam, and Orbscan but not with UP. 
There was a statistical significant (P < 0.05) difference in CCT 
measured by all the five instruments except for Sirius‑Corvis, 
Pentacam‑Orbscan, and Orbscan‑UP comparisons. The 
pair‑wise comparisons for each of the five ocular variables 
showed significantly high correlations between the instruments. 
Fixed bias was present in the agreement between device pairs 
for fKm, ACD, and TCT measurements. Proportional bias was 
absent in the agreement between device pairs for sKm and 
fKm measurements.

Fig. 1 shows the Bland–Altman plots with 95% LoA between 
devices pairs for CCT measurements.

Table 1: Demographics of participants

Age 
(mean±SD)

Gender 
(male/female)

Spherical 
refractive error 

(mean±SD)

Cylindrical 
refractive error 

(mean±SD)

24.05±5.24 24/22 6.00±1.03 D 1.00±1.02 D

SD: Standard deviation, D: Diopter

Table 2: Repeatability estimates of different parameters (mean and 95% confidence interval) with Sirius, Pentacam, 
Orbscan, Corvis, and ultrasound pachymetry

Sirius Pentacam Orbscan Corvis UP

sKm measurements

Sw (mm) 0.15 (0.11‑0.19) 0.08 (0.06‑0.09) 0.30 (0.18‑0.37) ‑ ‑

TRT (mm) 0.42 (0.32‑0.53) 0.23 (0.18‑0.27) 0.83 (0.51‑1.03) ‑ ‑

COV (%) 0.28 (0.20‑0.34) 0.16 (0.12‑0.18) 0.49 (0.34‑0.62) ‑ ‑

fKm measurements

Sw (D) 0.27 (0.14‑0.36) 0.10 (0.07‑0.12) 0.26 (0.21‑0.30) ‑ ‑

TRT (D) 0.74 (0.40‑0.99) 0.28 (0.20‑0.33) 0.72 (0.58‑0.83) ‑ ‑

COV (%) 0.43 (0.29‑0.56) 0.17 (0.12‑0.21) 0.49 (0.38‑0.59) ‑ ‑

TCT measurements

Sw (mm) 2.81 (1.90‑3.41) 4.53 (3.09‑5.80) 7.15 (6.20‑8.10) ‑ ‑

TRT (mm) 7.78 (5.25‑9.46) 12.57 (8.58‑16.05) 19.81 (17.19‑22.44) ‑ ‑

COV (%) 0.45 (0.37‑0.52) 0.72 (0.55‑0.88) 1.27 (1.06‑1.46) ‑ ‑

ACD measurements

Sw (mm) 0.02 (0.01‑0.03) 0.02 (0.02‑0.03) 0.02 (0.01‑0.02) ‑ ‑

TRT (mm) 0.07 (0.04‑0.08) 0.07 (0.06‑0.08) 0.05 (0.04‑0.06) ‑ ‑

COV (%) 0.58 (0.42‑0.72) 0.79 (0.67‑0.91) 0.56 (0.43‑0.69) ‑ ‑

CCT measurements

Sw (µm) 2.65 (1.74‑3.28) 4.20 (3.1‑5.0) 6.50 (5.36‑7.43) 4.06 (3.12‑4.60) 4.13 (3.02‑4.94)

TRT (µm) 7.36 (4.83‑9.10) 11.63 (8.61‑13.91) 18.02 (14.89‑20.59) 11.26 (8.64‑12.76) 11.46 (8.36‑13.68)
COV (%) 0.41 (0.37‑0.32) 0.65 (0.51‑0.78) 1.04 (0.83‑1.24) 0.41 (0.32‑0.49) 0.64 (0.51‑0.76)

Sw: Within‑subject standard deviation, TRT: Test–retest repeatability, COV: Coefficient of variation, UP: Ultrasound pachymetry, ACD: Anterior chamber depth, 
CCT: Central corneal thickness, TCT: Thinnest corneal thickness, sKm: Steep keratometry, fKm: Flat keratometry
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Discussion
An accurate measurement of the anterior eye parameters 
including steep and fKm, central and thinnest corneal 
pachymetry, and ACD is important with on‑going advancements 
for corneal refractive surgeries and phakic IOL implantation 
procedures.[8] In our study, we compared the CCT from five 
different optical devices including the UP to assess whether 
these devices produce comparable results for the healthy eyes. 
We have also studied the other ocular parameters such as 
sKm, fKm, TCT, and ACD with Sirius, Pentacam, and Orbscan 
to determine if they can be used interchangeably in routine 
clinical practice.

Keratometry is extensively used in the diagnosis and 
management of eye diseases. From contact lens fitting 
to orthokeratology, all need a precise corneal curvature 
measurement. In addition, the flat and sKm measurements 
are crucial for several surgical interventions such as refractive 
surgery and IOL power calculation for the cataract surgery. In 
this study, we have demonstrated that Sirius, Pentacam, and 
Orbscan measured significantly different sKm and fKm readings 
for healthy individuals.[2,3,9,10] We also found that between the 
three instruments, Pentacam determined the lowest Sw, TRT, 
and COV for all the ocular parameters, which is contradictory 
to the previous reports.[9] Between the two Scheimpflug 
camera systems, Pentacam, which employs slit‑scanning 
photography, showed better repeatability measures compared 
to Sirius that uses Placido disc photography. However, better 
inter‑instrument agreement in keratometry was noted between 
these two imaging systems compared to that with Orbscan in 
paired comparisons. This was more prominent with the sKm, 
which showed borderline mean differences (P = 0.02), high 
correlation with no fixed or proportional bias. This might be 
due to the Scheimpflug technology being used by the two 
imaging systems, which is consistent with an earlier report 
in keratoconus eyes.[11] Our results showed that the COV 
values determined for the fKm and sKm with Sirius were 
lower compared to the previous reports in healthy eyes[12] 
indicating a lower frequency of distribution. Fixed bias was 
present in all the paired comparisons in keratometry except 
Sirius‑Pentacam, while Orbscan consistently underestimated 
fKm and overestimated sKm. The absence of any proportional 
bias in keratometry measurements indicates a lack of systemic 
disagreement between the compared instruments and methods.

An accurate CCT measurement is important for various corneal 
pathologies, IOP measurement and to assess a patient’s eligibility 
for refractive surgery. The observations in this study suggest that 
CCT measurements obtained by these different devices were 
statistically significantly different (P < 0.05).[2,3,11,13‑17] We found 
significantly lower CCT values with the Corvis when compared 
to Pentacam, Orbscan, and UP. Pair‑wise comparisons showed 
that the Sirius‑Corvis, Orbscan‑Pentacam, and Orbscan‑UP 
comparisons were not statistically significant (P = 1.000), 
indicating that these methods could be used interchangeably 
during CCT measurements for the healthy eyes. While CCT 
measured with Sirius showed the lowest Sw, TRT, and COV 
indicating better repeatability estimates, Orbscan showed the 
highest estimates. We found that these measures were grossly 
comparable between Pentacam, Corvis, and UP indicating similar 
precision for CCT measurement in healthy eyes. Five different 
instruments measured CCT and showed good correlation. With Ta
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UP considered to be the gold standard in pachymetry, Orbscan 
provided the closest noncontact CCT (2.37 µm; P = 0.001). 
However, Orbscan performed poorly with wider repeatability 
measures for CCT.

TCT can be very close to CCT in healthy eyes wherein 
the central cornea is the thinnest zone. However, in corneal 
ectatic conditions or postrefractive surgery, the TCT can vary. 
This study shows that the Orbscan measured the lowest TCT 
compared to Sirius and Pentacam with a mean difference of 3.89 
and 8.34 µm respectively. Our results yielded a better agreement 
between Sirius and Pentacam with LoAs ranging between −18.7 
and 9.8 µm compared to the results reported by Savini et al.[18] 
which showed higher 95% LoAs (−34.68 to −48.87 µm). This 
agreement between the two Scheimpflug imaging systems 
was better than their agreements with Orbscan. Masoud 
et al.[12] and Montalbán et al.[19] investigated the repeatability 
and reproducibility of TCT in healthy eyes using the Sirius 
and found a higher Sw and COV. Both fixed and proportional 
bias was present in pair‑wise comparison between the 
Sirius‑Pentacam suggesting that in almost every participant 
Pentacam provided higher values, and the difference changed 
according to changes in TCT readings. Orbscan determined 
significantly lower TCT values compared to the Scheimpflug 
imaging systems with no fixed bias.

ACD measurement is an integral part of the preoperative 
assessment in cataract  and refractive surgery for 
sophisticated IOL power calculation methods and phakic 
IOL implantation.[20] Salouti et al.[21] have found that Orbscan is 
not interchangeable with Galilei and Pentacam as it measures 

the ACD significantly higher. In contrast, our results showed 
that Orbscan determined significantly lower ACD values 
compared to Pentacam and Sirius. Fixed bias was present 
in this comparison suggesting that Orbscan underestimated 
ACD, but the difference was consistent throughout all the 
measurements. We found significant differences in ACD 
measurements between the Pentacam, Sirius, and Orbscan, 
which is similar to a previous report by Anayol et al.[22] 
All pair‑wise comparisons for the ACD were statistically 
significant. Hence, these three devices cannot be used 
interchangeably for the ACD measurements.

Our study has few limitations. First, a single examiner 
did all the measurements; although this eliminates the risk of 
interobserver error, it may contribute to bias. Second, we have 
not included pathological or postoperative conditions.

Conclusions
Although Pentacam, Orbscan, Sirius, Corvis, and UP showed 
repeatable measurements for keratometry, corneal thickness 
and ACD measurement, there were significant differences in 
the measurements between each of the devices suggesting that 
these devices cannot be used interchangeably for all parameters. 
Sirius and Pentacam showed good inter‑instrument agreement 
compared to others, which may be due to the same imaging 
technology used in both. Orbscan provided more aligned 
measurement with Pentacam and gold standard UP for CCT 
values. While it is hard to comment on which technique is 
the most accurate, they all vary in a systematic and stochastic 
manner in healthy eyes. Clinicians should, therefore, be aware 

Table 4: Summary statistics between five devices for central anterior segments parameter measurements

Parameter Agreement Mean difference P Fixed bias r P Proportional bias 95% LoA

sKm Sirius‑Pentacam 0.13 0.021 No 0.967 <0.001 No −0.49‑0.76

Sirius‑Orbscan −0.76 <0.001 Yes 0.952 <0.001 No −1.71‑0.18

Pentacam‑Orbscan −0.90 <0.001 Yes 0.945 <0.001 No −1.90‑0.10

fKm Sirius‑Pentacam 0.14 0.005 Yes 0.974 <0.001 No −0.44‑0.73

Sirius‑Orbscan 0.60 <0.001 Yes 0.927 <0.001 No −0.39‑1.60

Pentacam‑Orbscan 0.46 <0.001 Yes 0.957 <0.001 No −0.46‑1.38

TCT Sirius‑Pentacam −4.45 0.001 Yes 0.981 <0.001 Yes −18.7‑9.8

Sirius‑Orbscan 3.89 0.382 No 0.957 <0.001 Yes −29.4‑37.2

Pentacam‑Orbscan 8.34 0.018 No 0.946 <0.001 Yes −30.3‑47.0

ACD Sirius‑Pentacam 0.05 <0.001 Yes 0.987 <0.001 Yes −0.05‑0.16

Sirius‑Orbscan 0.14 <0.001 Yes 0.967 <0.001 No −0.01‑0.30

Pentacam‑Orbscan 0.09 <0.001 Yes 0.965 <0.001 No −0.06‑0.24
CCT Sirius‑Pentacam −6.71 <0.001 Yes 0.985 <0.001 Yes −19.6‑6.1

Sirius‑Orbscan −7.13 0.003 Yes 0.957 <0.001 Yes −31.5‑17.2

Sirius‑Corvis 2.76 1.00 No 0.955 <0.001 No −19.8‑25.4

Sirius‑UP −9.50 <0.001 Yes 0.979 <0.001 No −24.1‑5.1

Pentacam‑Orbscan −0.41 1.00 No 0.969 <0.001 Yes −24.1‑23.3

Pentacam‑Corvis 9.47 <0.001 Yes 0.965 <0.001 Yes −11.9‑30.8

Pentacam‑UP −2.78 0.015 No 0.977 <0.001 No −17.5‑12.0

Orbscan‑Corvis 9.89 0.001 Yes 0.945 <0.001 No −16.6‑36.4

Orbscan‑UP −2.37 1.00 No 0.937 <0.001 Yes −31.3‑26.6
Corvis‑UP 12.26 <0.001 Yes 0.943 <0.001 No −37.7‑13.1

sKm: Steep keratometry, fKm: Flat keratometry, TCT: Thinnest corneal thickness, ACD: Anterior chamber depth, CCT: Central corneal thickness, UP: Ultrasound 
pachymetry, LoA: Limit of agreement
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that ocular parameter measurements are heavily influenced by 
the technique and technology used.
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